[Photographs from the radiographic image intensifier screen of the RUM-20M complex].
The article deals with considering particular features of realization of photograph mode in the X-ray diagnostic system RUM-20M with image amplifier uri-230/150. Experimental study of the apparatus main circuit in this model is carried out and some recommendations are offered for rational adjustment of the block that governs the photograph mode.